Failure of a constrained acetabular liner without reinforcement ring disruption.
Several risk factors for dislocation after total hip arthroplasty (THA) have been identified including operative-, patient-, and implant-related factors. The following case report describes the dislocation of a revision THA without disruption of the constrained liner or containment ring. The possible mechanisms leading to this type of failure include lever-out impingement and poor abductor function, or tension secondary to prior surgery. Dislocation without disruption of containment ring has not been described for the Pinnacle Acetabular Cup with the Enhanced Stability Constrained Liner (DePuy Orthopaedics, Warsaw, Indiana).